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ABSTRACT 

Profiling of atmospheric CCL at 2 pm wavelength using the LIDAR technique, has recently gained interest. 
Although several detectors might be suitable for this application, an ideal device would have high gain, low noise and 
narrow spectral response peaking around the wavelength of interest. This increases the detector signal-to-noise ratio and 
minimizes the background signal, thereby increasing the device sensitivity and dynamic range. Detectors meeting the 
above idealized criteria are commercially unavailable for this particular wavelength. In this paper, the characterization 
and analysis of Sb-based detectors for 2 pm lidar applications are presented. The detectors were manufactured by 
AstroPower, Inc., with an InGaAsSb absorbing layer and AlGaAsSb passivating layer. 

The characterization experiments included spectral response, current versus voltage and noise measurements. 
The effect of the detectors bias voltage and temperature on its performance, have been investigated as well. The 
detectors peak responsivity is located at the 2 pm wavelength. Comparing three detector samples, an optimization of the 
spectral response around the 2 pm wavelength, through a narrower spectral period was observed. Increasing the detector 
bias voltage enhances the device gain at the narrow spectral range, while cooling the device reduces the cut-off 
wavelength and lowers its noise. Noise-equivalent-power analysis results in a value as low as 4xl0" 12 W/Hz 1/2 
corresponding to D* of lxlO 10 cmHz l/2 /W, at -1 V and 20 °C. Discussions also include device operational physics and 
optimization guidelines, taking into account peculiarity of the Type II heterointerface and transport mechanisms under 
these conditions. 
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1. INTRODUCTION 

Measurement of atmospheric carbon dioxide (CO 2 ) has gained recent interest. CO 2 is one of the dominant 
greenhouse gases, that directly contributes to the global warming problem, but yet it has lot of uncertainties in term of its 
natural cycle, distribution and sources and sinks 1 . The differential absorption lidar (DIAL) is one of the powerful remote 
sensing techniques that might be suitable for profiling atmospheric C0 2 with high accuracy 2 ' 3 . Considering the recent 
advances in the development of the 2 pm lasers 3 , Ismail et al simulated CO 2 measurements using the DIAL technique at 
this wavelength 4 ’ 5 , while Ambrico et al compared the sensitivity of both 1.6 and 2 pm DIAL measurements and 
emphasized the advantage of the 2 pm wavelength 2 and Taczak et al showed attempts for detecting CO 2 using 2 pm 3 . 

Among different components of the DIAL system, the optical detector is of special interest. The detector converts 
the optical power of the lidar return signal into an electrical signal, thereby directly affecting the instrument sensitivity 6 . 
Being the dominant noise source in any lidar instrument, the detector affects the system minimum detectable signal and 
the corresponding minimum detectable concentration at a certain range 7 . These issues drive the need for a detector of 
narrow spectral bandwidth, high quantum efficiency and low noise. Small area quantum detectors such as avalanche 
photodiodes (APDs), are an attractive solution for lidar receivers due to their internal gain mechanism and relatively low 
noise. Simulation showed that for accurate CO 2 DIAL measurements a detector noise-equivalent-power (NEP) in the 



range of 10" 14 W/Hz 12 , is necessary with 55% quantum efficiency and at least 300 pm diameter of the active area 5 . 
Responsivity as high as 50 AAV, narrow spectral bandwidth and room temperature operation are further advantages of 
such device. 

InGaAsSb is a promising semiconductor for developing high gain 2 pm detectors. Several articles discussed the 
properties of this material and its application in APD fabrication using the separate absorption and multiplication (SAM) 
structure 8 ' 16 . Electron and hole impact ionization coefficients were evaluated and multiplication factors of 10-20 and 50- 
100 were achieved at 296 and 78 K, respectively, by Andreev et al 8 " lft . The same group studied GalnAsSb/GaAlAsSb 
APDs fabricated using SAM structure, and examined the relation between the ionization coefficients and the excess 
noise factor 9 . Unlike silicon APDs, it was found that holes dominate the impact ionization process in this material 
structure 8 . Spectral response peak shift toward longer wavelength with higher operating bias voltage was also observed 
in some devices 11 . Benoit et al studied similar structure and emphasis on the electric field constraints for fast and 
sensitive devices with dark current reduction 12 . Voronina et al studied the mobility of charge carriers in InGaAsSb and 
its dependence on both the doping concentration and the temperature 1 '. Development of p-n, pin and SAM APD 
structures were discussed by Shellenbarger et al using the same material 1416 . Spectral response profile dependence on 
frontal and backward illumination of the devices has been investigated by the same group. Backward illuminated p-n 
junction had narrower spectral band centered near 2 pm, which is an advantage for reducing the background signal while 
increasing the detector dynamic range. 

In this paper, the development, characterization and modeling of InGaAsSb detectors are discussed for 2 pm CCK 
DIAL applications. The detectors performance is compared to the system requirement. Suggestions on possible 
enhancement of the device performance, based on the numerical analysis, is pointed out. 


2. InGaAsSb DETECTOR STRUCTURE AND PROCESSING 

Figure 1 shows a schematic of the photodetector structure considered for this study. The detectors structure 
consists of a 2 pm thick passivating p -Alo. 28 Gao. 72 Aso. 014 Sbo. 986 , Zn doped layer, and a 5 pm thick absorbing n- 
lnGaAsSb, Te doped layer with a thin p + -Ino.i 5 Ga 0 . 85 Aso.i 7 Sbo. 83 , Zn doped layer between them. The doping level of the 
absorbing InGaAsSb layer was nominally between 2 and 4xl0 16 cm' 3 . 
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Figure 1 Schematic of the InGaAsSb detectors structure. 

The epitaxial layers of III-V compound materials were grown on GaSb substrates. Liquid phase epitaxial growth 
was applied using a standard sliding graphite boat technique and several solid-composition were investigated. The low 
bandgap InGaAsSb material was used for the device active layer, while the high bandgap AlGaAsSb was used as a 
passivation or multiplication layer. The layers were grown on 500 pm thick, chemically polished, (100) oriented, n-type 
GaSb wafers doped to 3-5x10 17 cm' 3 with tellurium. Starting melt composition and temperatures for the growth of the 
epitaxial layers were determined from published liquid phase equilibria data 17 and experimentation. The metal 
components of the melt were added as high purity gallium, indium, and antimony shot pieces and aluminum wire. The 
arsenic was added as un-doped GaAs or InAs polycrystalline material. Prior to the growth, the metal components of the 
melts were heated to 700 °C for 15 hours under flowing hydrogen to de-oxidize the metallic melt components and outgas 




residual impurities. After cooling the melt 7 to 15 °C below the equilibrium temperature, the substrate was contacted 
with the melts at a cooling rate of 1 °C/min to grow the device layers. Growth rates were typically 2-3 Lim/min. The 
composition of the epitaxial layers were determined by electron microprobe analysis using wavelength dispersive 
spectroscopy. The quality of the device layers was assessed using optical scanning electron microscopy. Good quality 
layers exhibited no cross-hatched pattern associated with lattice-mismatch of the substrate and epitaxial layers 16 . 

Prototype mesa photodiodes with 200-300 pm active area diameter (400-pm total area diameter) were formed 
using photolithography and chemical etching. Metallization for back n-type contacts was planar Au/Sn while front p- 
type contacts were annular Au/Zn. A spin-on, photosensitive polyimide layer was deposited and patterened prior to front 
contact deposition. This had several functions including planarizing the surface for the front contact deposition, 
providing insulation of the junction, and passivating the edges of the device area. After the photodiodes were formed, the 
substrate was diced into 1 mm 2 pieces with a single device in the middle of each square. These were mounted to TO- 18 
headers using silver electrically conducting epoxy and wire-bonded from the bonding pad of the front contact to the 
header post. 


3. DEVICE CHARACTE RI ZATION 

Several prototype InGaAsSb/AlGaAsSb photodetectors were characterized in order to compare their performance 
with the requirement of the C0 2 DIAL measurements. The characterization experiments included spectral response, dark 
current and noise measurements, and its variation with bias voltage and temperature. Figure 2 shows the experimental 
setup used to obtain these characteristics 18 . The setup is divided into an optical section and electrical section. The optical 
section is used to apply a uniform, monochromatic radiation onto the detector, with known intensity. The electrical 
section mainly measures the detector output, corresponding to a certain operating conditions, while maintaining these 
conditions. 



Figure 2 Experimental setup. 


The radiation source consists of a current controlled quartz halogen lamp, the output of which is modulated using 
an optical chopper. The chopping frequency is set to a prime number of 167 Hz to reduce the effect of pickup noise. A 
monochromator is used to separate the radiation into its spectral components with a 40 nm maximum resolution as set by 
the input/output slits and the grating (1.25 mm input and output slits and 1200 Grove/Line grating). Higher order 
dispersion of the shorter wavelength is blocked using appropriate high-pass filters, while a diffuser is mounted at about 
10 cm from the detector to insure radiation uniformity. An optical microscope was used to set the location of the optical 
axis and to fix the distance between the radiation source and the sensitive area of the detector. The radiation uniformity 
is estimated to be less than 1% along a 15 mm 2 area at the detector location. 

The detector output current is converted into voltage signal using the pre-amplifier (Stanford Research Systems; 
SR570), the output of which is applied to a lock-in amplifier (Optronic Laboratories, Inc.; OL 750-C), oscilloscope 
(Agilent; infmiium) or spectrum analyzer (Stanford Research Systems; SR785), for spectral response and noise 
measurements. For dark current measurements, a modular dc source/monitor (Hewlett Packard; 4142B) is connected 
directly to the detector. The chopper controller synchronizes the applied optical signal, if any, with the data acquisition 
device through the personal computer. To bias the detector, the pre-amplifier is used for voltages in the 0 to 4 V range 
while the external dc power supply is used for higher voltages. The detector is mounted inside a chamber that controls its 
temperature and provides mechanical support. The temperature is controlled using thermoelectric coolers and a 
thermistor, located as close as possible to the device. Detector temperature can be set between room temperature and -23 
°C with 0. 1 °C resolution. Water circulation through a chiller removes excess heat accumulation and nitrogen purging 
prevents water condensation and ice formation on the detector surface at lower temperatures. The mechanical mount 
allows detector alignment within 10 pm resolution. 


3.1 Spectral Response Measurements 


The spectral response of the tested detectors were obtained using the substitution method, in which the calibration 
of a reference detector is transferred to the test detector 1 ’. This is done by comparing the output of both detectors 
resulting from a certain fixed radiation source at constant wavelength. Assuming 3 is the intensity of the radiation 
source (in W/m 2 ), the reference detector output, V r will be given by 

V r =A r -91 r .3 (1) 


where A, and 'Jl r are the reference detector sensitive area and responsivity (in V/W), respectively. Now, if the test 
detector were to be located at the same position with respect to the same source, its output V t will be given by 

V t = G • A t ■ SR, • 3 (2) 

where G is the preamplifier gain and A, and 'll, are the test detector sensitive area and responsivity (in AAV), 
respectively. From equations (1) and (2), the test detector responsivity can be determined knowing the reference detector 
responsivity and the output of both detectors due to the same radiation source. In mathematical form 


tt t =— .A h.^J_.sr 
G A, V 


( 3 ) 


where the factor CF represent a correction factor, which accounts for any different condition between the reference and 
test detector measurements (ideally, CF = 1). 


A 3x3 mm 2 PbS calibrated reference detector was used to measure the spectral response of the tested detectors in 
the 1 to 2.4 pm spectral range, with 40 nm spectral increments. Figure 3a shows the spectral response for two detector 
samples. Sample 1 indicated lower responsivity relative to sample 2. Responsivity enhancement in the 1.8 to 2.2 pm 
spectral range was observed as emphasized in figure 3b, for three more samples. Responsivity reduction for wavelengths 
shorter than 1.8 pm has the advantage of reducing the background signal which increase the detector dynamic range for 
the DIAL return signal. Besides, this might lower the restriction regarding the narrow band pass filter required with the 
DIAL detection 7 . Figure 4 shows sample 1 detector spectral response variation with temperature, obtained at 0 V bias 
voltage. Cooling down the detectors resulted in shifting the cutoff wavelength to shorter value, as expected due to the 
change in the energy bandgap 20 . Slight responsivity reduction in the 1.9 to 2.1 pm range was observed at lower 
temperature. At shorter wavelength the responsivity of the detector remains constant. Lower temperature operation 
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reduced the device noise. Figure 5 shows the spectral response variation with bias voltage for the same sample, obtained 
at about 6.5 °C. Increasing the applied voltage bias, increases the responsivity in the narrow spectral period (1.9 to 2.1 
pm) with slight shift in the cut-off wavelength. Higher bias operation was associated with increased device noise. 



Figure 3 Spectral response for different detector samples obtained at (a) 0 V bias voltage and 20 °C temperature 

and (b) 1 V bias voltage and 20 °C temperature. 
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Figure 4 Spectral response variation with temperature, obtained at 0 V bias voltage 
for sample 1, D15-K204-13 pin structure 
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Figure 5 Spectral response variation with bias voltage, obtained at a temperature of 6.5 °C 
for sample 1, D15-K204-13 pin structure. 


3.2 Dark Current Measurements 

Generally, the detector output current, I, can be expressed as 

I,=I ° H^r 1 _9VP (4) 

where I 0 is the saturation dark current, q is the electron charge, V is the detector bias voltage, K is the Boltzmann’s 
constant, T is the detector operating temperature and P in the power of the incident optical signal. The first term of 
equation (4) represent the dark current, while the second term represents the “useful” signal current. The dark current 
contribute to a dc offset at the preamplifier output. Ideally the dark current should be minimized to preserve the detector/ 
preamplifier dynamic range for the useful signal current. The variation of the dark current with temperature is of a 
special interest near breakdown, since it can be used to determine the breakdown mechanism, and identify avalanche 
gain if any 14, 16 . 

The dark current was measured at different temperatures as shown in figure 6. Although the device breakdown 
voltage was unidentified, measurements were nondestructive, as was examined by reproducing low voltage results 
before and after increasing the bias to near the breakdown level. The measurements were obtained using 100 mV voltage 
step and 100 averaging. Increasing the bias voltage increases the dark current, which reduces the detector/ preamplifier 
dynamic range. The dark current can be also reduced by cooling down the detectors. The lower dark current of sample 1 
might be due to slightly different doping concentration compared to sample 2. 

3.3 Noise Measurements 

The noise voltage spectral density of the test detector was measured, at constant bias voltage and temperature, in 
conjunction with the preamplifier, using the spectrum analyzer. Measurements were obtained in the frequency band 1 Hz 
to 100 kHz with 1 Hz normalization in dark conditions. Knowing the preamplifier gain, the noise voltage was then 
converted to noise current spectral density. The noise spectrum was averaged 1000 times with 50 Q termination, and the 
mean value was calculated in the operating frequency band. 




Figure 6 Dark current variation with bias voltage obtained at different temperatures for both samples. 


In order to separate the detector noise current I n d , the preamplifier noise current, I n a was measured associated with 
the setup with the detector replaced by a short circuit. The net detector noise current was then calculated by subtracting 
the amplifier and setup noise from the total noise current I n measured with the detector using the relation. 
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For the InGaAsSb material structures under investigation, noise increases with increasing device temperature and bias 
voltage. Table 1 shows the noise current spectral density at 2 pm with different operating conditions. The amount of the 
optical power incident on a detector that produces an output signal equal to the noise signal defines the NEP. For better 
detector comparison, the NEP is normalized to a bandwidth of 1Hz, and is given by 18 

NEP = (6) 

91 


The detectivity of a detector (D*) is an efficient figure of merit when comparing detectors with different areas. The D* is 
defined by the reciprocal of the NEP normalized to the detector sensitive area A, and is given by ls 


D* = 


Ja_ 

NEP 


(7) 


Measuring the detector noise currents, the calibration results were used to estimate its NEP and D* as given in 
table 1 for the same calibration conditions. Although the table indicates similar noise level for these samples compared 
to similar devices reported in the literature, none of the samples matches the CCF DIAL requirement for the NEP value 
of 2xl0" 14 W/Hz 1/2 . 


Table 1 Detectors NEP and D* calculations corresponding to noise and responsivity measurements at 2 pm. 
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4. DEVICE MODELING 


In order to simulate the response of a similar device structure 16 , the rate and transport equations of the excess 
charge carriers were considered under quasi-state conditions, after accounting for both photo-generation process in the 
InGaAsSb layer, and possible impact ionization process in the AlGaAsSb layer. The photo-generation rates were 
calculated considering Beer-Lambert attenuation after extracting the dependence of the absorption coefficient on the 
operating wavelength. A formula for the device multiplication factor was derived as a function of the bias voltage, since 
the impact ionization process is strongly reliant on the electric field. The electric field distribution along the device depth 
was obtained through a self-consistent solution of the coupled current continuity and Poisson’s equations on the basis of 
the depletion approximation. Current flow at the hetero-interface was calculated assuming two electron fluxes incident 
from the opposite sides. The electron fluxes were calculated on the basis of the thermalized Fermi-Dirac distribution. In 
the numerical implementation, the Fermi-Dirac integral was approximated by a polynomial representation 21 . 

The structure considered in this model is given in reference 16. Model parameters for the different materials are 
listed in Table 2 assuming room temperature operation 16, 22 . The dependence of the absorption coefficient on wavelength 
is of particular interest for successful simulation of the absorption region. Although the absorption coefficients of 
InGaAsSb have been reported, none of the reports provide its value for the composition considered in this study, besides 
being out of the spectral range of interest 23 ’ 24 . Generally, the variations in the absorption coefficient are expected for 
wavelengths close to the band-edge due to the energy-dependent density of states and possible band-tailing effects due to 
the relatively high doping of the present devices. Given this uncertainty, the wavelength dependent absorption 
coefficients were estimated, as shown in Figure 7, by curve fitting the model theoretical predictions to previously 
published data for similar devices 14 . Figure 7 reveals nearly uniform absorption for wavelengths below 1.8 pm, with a 
slight peak around 2.0 pm, followed by sharp drop about 2.2 pm. The high wavelength trend is consistent with the data 
of Yacoubi et al 2 ’. 


Table 2 Model parameters at 300 K. 
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Figure 7 Estimated absorption coefficient as a function of wavelength for InGaAsSb in the 1 to 2.4 pm spectral period. 





Computations of the internal field profile and the potential distribution among the different interfaces were carried 
out. Results of these calculations in the form of energy band diagram along the device depth are shown in figure 8. The 
calculations assume room temperature operation of 300 K, and presented at zero and 0.4 V bias voltage. The plots of 
figure 8 reveal several interesting features. First, due to the high doping used in the InGaAsSb, the depletion regions in 
the absorbing layer are relatively small, which decrease the efficiency of the transport and the sweep-out of the photo- 
generated charge carriers while increase their recombination probability. Second, the electric fields at the GaSb- 
InGaAsSb and the AlGaAsSb p-n junctions do not inter-penetrate. This minimal overlap implies that electric fields 
within the bulk of the n- AlGaAsSb region, that connects the absorbing region to the p-AlGaAsSb collector, are low. This 
does not bode well for efficient photo-carrier transport and collection in such a photodetector. Third, by increasing the 
bias voltage, the additional drop occurs almost entirely over the AlGaAsSb p-n junction while the absorption layer 
remains partially depleted. While this increases the probability of the impact ionization in the multiplication region, the 
drift within the absorption region remains inefficient. Finally, high potential barriers at the InGaAsSb-AlGaAsSb hetero- 
interface and the AlGaAsSb junction exist. The former barrier opposes the flow of the photo-generated holes while the 
latter opposes the electrons supplied from the external circuit. 


2.0 


1.5 


1.0 


^ 0.5 
>, 

£ 0.0 

LU 

- 0.5 


- 1.0 


- 1.5 


Figure 8 Energy band diagram calculation for InGaAsSb/AlGaAsSb SAM APD structure at two bias voltages. 
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Improving the device performance would require the reduction in the doping concentration in the n-InGaAsSb 
absorption region. This would increase the depletion layer width and decrease carrier recombination, which leads to a 
faster and more efficient charge carrier drift to gain the maximum kinetic energy required for the following 
multiplication region. Lower doping would also increase the internal resistance which leads to lower dark current and 
noise. Reducing the doping concentration in the n-AlGaAsSb region multiplication region, to nearly intrinsic level would 
reduce the valence band offset between the InGaAsSb-AlGaAsSb regions. This would reduce the barrier for the hole 
transport by pushing up the AlGaAsSb energy band. The electric field within the multiplication region would increase, 
which will increase the impact ionization probability in the p-n junction. Besides, lowering the doping in this layer 
would considerably reduce the tunneling current across the p-n junction. Finally, reducing the width of AlGaAsSb region 
itself would cause the electric field in the n-p junction to penetrate deeper into the InGaAsSb region. The width 
reduction would lower the carrier transit time over the impact ionization zone. This will increase the frequency response 
and speed of the device while reducing the impact ionization noise. Optimization of the alloy composition to enhance the 
ratio of the impact ionization coefficients while remaining within the 2 pm wavelength regime would dramatically 
enhance the device performance and will be the subject of future study. 




5. CONCLUSION 


InGaAsSb is a promising material for developing high gain 2 pm detectors. Being a quaternary structure, the 
detector characteristics could be tailored to match specific applications such as remote sensing of atmospheric C0 2 . 
Prototype detectors were fabricated using this material with AlGaAsSb layers on GaSb substrates. Detector 
characterization was discussed and included spectral response, current-voltage and noise measurements. Noise 
equivalent power and detectivity calculations were presented. By controlling the detector structure, narrow spectral 
periods were achieved between 1.9 and 2.1 pm, which has the advantage of dark current reduction. Cut-off wavelength 
shifts to lower value by cooling down the device. Lower temperature operation had the advantage of dark current and 
noise reduction. Increasing the bias voltage leads to a slight increase in the responsivity and is associated with increase 
in the device dark current and noise. 

Improvement in the device performance was investigated by modeling the detector structure. The model 
concluded that for better characteristics the both the doping levels and the layer widths of the absorption and 
multiplication regions should be reduced. Future investigation is required by constructing prototype devices with the 
suggested modification. 
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